Measurement principle of optical array probes (OAP) e.g. the CCP CIPgs detector pitot-tube CDP detector Source: Baumgardner and Korolev (1997) distance covered over Δt for calibrations with spinning disk: PAS is manually set to be equal to disk's rotation speed: ~24 m s -1 set PAS HIGHER than disk's rotation speed scanning frequency increased particle is reconstructed based on more slides than necessary elongated images set PAS LOWER than disk's rotation speed scanning frequency decreased particle is reconstructed based on lesser slides than necessary squeezed images Thanks for your attention!
